A Martin Puplett Interferometer for Electron Cyclotron Emission (ECE) measurements from JET tokamak plasmas was extended to multichannel operation for simultaneous radial and oblique ECE measurements. The paper describes the new optics and the instrument performance.
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AbstrAct
A Martin Puplett Interferometer for Electron Cyclotron Emission (ECE) measurements from JET tokamak plasmas was extended to multichannel operation for simultaneous radial and oblique ECE measurements. The paper describes the new optics and the instrument performance.
IntroductIon
Electron Cyclotron Emission (ECE) has been a standard diagnostic for electron temperature in tokamak plasmas for many years [1, 2, 3] . Most ECE systems developed recently have their strong point in the high time and spectral resolution achievable with heterodyne radiometers. However such systems require an impractically large number of channels with corresponding cost and complexity when accessing physical information requires a spectral coverage spanning two or more harmonics of the fundamental emission. This is the case of studies aiming at the investigation of possible non-thermal features of the electron distribution function in high temperature tokamak plasmas, suggested by several experiments. The observation along multiple, oblique lines of sight of the second and third harmonic has been recognized in recent years as potentially useful in such investigations [4] .
A single-channel fast-scanning Martin Puplett Interferometer (MPI) for ECE measurements of tokamak plasmas already in use at JET [5] was fitted with new optics, transforming it into a multichannel instrument for fast nearly synchronous measurements of radial and oblique ECE [6] .
system lAyout
Plasma emission is collected with three different antennas connected to transmission lines of about 60m.
Oblique ECE is collected along two lines of sight (≈10 and ≈25 degrees off the poloidal plane) through quasi-optical antennas [7] in Octant 8, and transmitted to the instrument through oversized circular copper waveguide with a diameter of 27.75mm, with 17 mitre bends.
A square open-ended waveguide at major radius 4.1m collects radial ECE for temperature measurements in JET's Octant 7. The transmission line is made with WR284 (72.136×34.036 mm) rectangular waveguide used as a "tall waveguide" in TE 01 mode [8] , with seven E-plane and seven H-plane mitre bends.
The transmission lines are fitted with manual switches near the MPI, that allow feeding the instrument either with the plasma emission or with radiation from a blackbody calibrator through a short (about 5m) dedicated transmission line. This arrangement allows periodic relative calibration checks.
A cryostat holding six InSb detectors at liquid helium temperature is close to the instrument.
Each detector is connected to the optics with a transmission line, made of 12mm diameter copper pipe (about 1.5m) with three mitre bends.
optIcAl scheme
The frequency range of interest is 75 to 400GHz, the upper frequency corresponding to third harmonic emission at half minor radius on the high field side or fourth harmonic on axis.
Since radiation emitted from the plasma in off-radial directions is elliptically polarized, two independent linearly polarized beams should be measured for each oblique line of sight. As a result, a minimum of five channels was required for the instrument. The optics design allows implementing six.
All channels share the existing wheel-shaped four-sector spiral rooftop reflector, that spins in the vertical plane at about 2200rpm, allowing a path scan of almost 40mm four times per turn, with a spectral resolution of up to 7.4GHz.
The input waveguides for the off-radial channels are horizontal, facing the spinning mirror, with principal polarization planes (corresponding to the polarizations perpendicular/parallel to vacuum toroidal field) at 45 degrees from vertical, as a result of a suitable choice in waveguide routing.
The optical scheme [9] is sketched in figure 1 . It relies on confocal telescopes (items 3,4 and 13,14 in the figure) producing an image of frequency-independent size of the input waveguide on the rooftop reflectors and on the output waveguide. The goal was obtaining an optical system as broadband as possible. The optical surfaces were dimensioned using coherent Gaussian beam optics (see e.g. [10]), with a posteriori geometric optics verifications on the field of view. The beam waist was placed at the waveguide aperture (diameter 27.75mm) and chosen as 10.66mm i.e. 0.768 times its radius r, for optimum coupling with a TE 11 circular-waveguide mode (see e.g. [11] ). This choice is based on the assumption that ohmic loss should cause a prevalence of the linearly polarized mode with lowest attenuation at the end of the transmission line, and an almost unimodal field would have a nearly flat phase front if reflections at the aperture are neglected. The truncation parameter is thus 2r/w=2.6, preserved throughout the optical system over nearly all the band of interest.
Given the similarity between the diameter of the input waveguide and the transverse dimension where z is the distance from the beam waist, k is the propagation constant and w 0 is the waist size, were computed near midband (250GHz) at the location of the centres of the mirrors, and used for the definition of the ellipsoids.
The corresponding beamwidth w is (2) where the symbols have the same meaning as in equation (1). The transverse size h of the mirrors is 50mm square, which satisfies the condition on beam truncation h/w>2.6 over most of the bandwidth. 
a).
This beam also experiences larger truncation at the moving reflector (truncation parameter 2.32) but the increase in coupling loss is negligible.
The parameters of the mirrors are reported in Table 1 , where the name "input" is used for the fixed waist (set by waveguide size) and "output" is the frequency dependent one.
The circular waveguides feed two channels each, since oblique plasma emission is not linearly polarized. Channel splitting is achieved with a wire-grid polarizer between the two mirrors of the input telescope, branching a second beam at 90 degrees from the input one. But the dominant TE 11 mode in circular waveguide is not linearly polarized away from the waveguide axis, and some inter-channel crosstalk due to higher-order Gaussian modes is thus unavoidable.
A metal plate covered with Eccosorb AN72 is placed near the polarizer grid for each channel, in order to feed a definite room-temperature emission into the secondary input port.
The orientation of the last mirror before the rooftops takes care of perpendicular incidence of the beams onto the spiral reflector. As a consequence, this mirror is used with a different (channeldependent) angle of incidence from the 45 degrees it was designed for. The cost saving in making it identical to the others was deemed compelling with respect to the negligible resulting aberration.
The angle between the two branches derived from a single input waveguide was chosen as 90 degree to simplify the layout. But in order to obtain a proper 90 degree rotation upon reflection on a rooftop, the input polarization must be of course at 45 degrees to the symmetry plane, which sets the orientation of the beamsplitter grids. Our choice of the angle between branches pertaining to the same waveguide prevents proper matching of the beam polarization with the orientation of the beamsplitter grids, leading to an error of 5.9 and 7.0 degrees for the two branches. This gives rise to an imbalance between the reference and movable arms of the interferometers, resulting in lower fringe amplitude. The power imbalance is 39.8/60.2% and 62.1/37.9% in the two branches, but the reduction in fringe amplitude is only 2 to 3% with respect to the ideally balanced case, so no corrective action was taken and the slight reduction in performance was accepted in exchange for a simpler layout. Electromagnetic tests were made to check these numbers, and a good agreement
The two pairs of oblique channels were located in radially symmetric positions with respect to the (horizontal) spin axis of the spiral mirror, placing the beam splitters in the horizontal plane.
Enough room was left in front of the central portion of the spinning mirror for placing two radial channels on opposite sides of the vertical diameter.
Given the space made available by the large focal length of the parabolic mirror, a flexible configuration was used for the radial-view channels, inserting a suitable set of plane mirrors that allows to feed two beams with both polarizations of the input rectangular waveguide or to use an identical independent waveguide. Again, a small polarization error of 11.2 degrees is obtained, resulting in a power imbalance of 69.1/30.9%, but a fringe amplitude reduction of less than 8%, that again was deemed acceptable.
mechAnIcAl lAyout
All the components of the input telescope for oblique channels and the last mirror for the radial ones lie on a vertical plane, perpendicular to the rotation axis of the spinning mirror. A single 0.9×1m aluminum plate 15mm thick supports them all, using small wedge-shaped adapters for supporting The beamsplitter wire-grids, the reference rooftop mirrors and the output telescopes share the other side of the support plane, the six channels differing only in mechanical layout, in order to fit everything in a small space. Upon reflection at the last elliptical mirror, the beams traverse the mounting plane again to cross the small analyzer grids and enter the circular waveguides that lead to the detectors' cryostat. A special modification was made on the output of the radial channels to allow the radiation reflected by the analyzer grid being collected with a waveguide. When using a single rectangular input waveguide in a single polarization, this allows using the sixth detector to
give some redundancy with a potential increase in signal to noise ratio. The optics required for the radial channel was fitted to a second vertical metal plate (0.5 × 0.9m), connected to the other in a solid T-shaped arrangement (with struts). The rigid layout allows lifting and moving the whole optics without loss of internal alignment, which is especially important,
given the large number of components. This arrangement is also very stable against degradation induced by motor vibration.
An optical table hosts the motor, spinning wheel and the optics, which is mounted on self-centering supports, the position reference with respect to the moving rooftop reflector being set with a spacer holding on the motor bearing support. The front holes for beam access were covered with thin plastic windows for safety (tamper prevention), dust avoidance and acoustic noise reduction. Windows pose no significant reflection problems, since the incidence of the beams is 4.85deg off normal. Their transmission, shown in figure 5 , was computed from the ratio of the measured spectrum of a blackbody source with and without window.
To aid instrument maintenance, a permanent laser alignment facility was built into the last part of transmission line for local calibration, using optically polished mirrors in the last few mitre bends.
More details on the mechanical layout are given in [14].
dAtA AcquIsItIon
The existing data acquisition system [5] was upgraded too, preserving the original configuration as a backup solution in case of encoder failure. The spinning mirror position is measured with a 12-bit encoder on the motor shaft. The encoder signal is frequency-divided by four to drive the speed-independent sampling of 1024 samples per turn, setting the Nyquist frequency at about 0.95 THz, well above the fourth harmonic emission range of JET plasmas. The encoder Z-pulse is used to trigger a LeCroy 4433 CAMAC latching scaler that counts JET's data acquisition system 1 MHz clock and the sampling pulses. The latter signal provides information on the position of the wheel at the initial trigger, having of course a constant value of 1024 samples/turn afterwards (deviations from the constant value are then an early monitor of mechanical problems). The former signal allows timing information to be reconstructed, thus providing also an absolute measure of rotation speed. The independent optical sensor previously used [5] for driving the latching scaler is digitized together with the detectors' output on an INCAA PCI-TR22-5618 14-bit ADC, thus providing early evidence for encoder slippage.
tests And cAlIbrAtIon
The optical system throughput, defined as the fraction of input power delivered to the output waveguide (leading to the detector), was measured with a modulated solid-state WR6 noise source, and the result confirms simulations made using coherent radiation in the physical optics approximation with GRASP.
An absolute calibration, whose details will be reported elsewhere, was made by placing a blackbody source built at JET [17] inside the vessel, in front of each antenna in turn. A shutter covered with TK Tessalating RAM [18] was raised under remote control between the antenna and the source, to act as the cold reference. The remote control system allowed switching between the two sources to apply the standard two temperature calibration method. But only a fraction of data were actually collected by switching reference over alternate datasets, the vast majority using a single manual commutation over the integration period. This increased the effect of changes in the environment temperature, but the impact of this systematic error is below the noise level, according to estimates based on ambient temperature records in the rooms traversed by the transmission line.
Data were collected and stored directly on disk for off-line processing. Spin-synchronous average and standard deviation were computed over single data units of about 30 minutes. The stability of standard deviations as a function of the number of turns allows them to be treated as error bars on individual data points.
Data processing of individual interferograms is fairly standard, consisting in Fourier tranforming a short bidirectional portion, obtaining the precise location of the Zero Path Difference feature from the amplitude-weighted slope of phase versus frequency, and the corrective phase term compensating for small misalignments and non idealities (see e.g. [19, 20, 21] ) from a piecewise parabolic spline on the non-linear residual of the same curve. A cosine window is applied to the data, and the bidirectional portion of interferogram is weighed with a linear function to avoid considering this portion twice in the Discrete Fourier Transform (DFT). The sine and cosine terms of the DFT are combined with the phase shifts computed above to obtain the even part of the one-sided interferogram. Error bars on spectra are computed with usual error propagation from the standard deviation of individual data sets, neglecting the covariance matrix of data. The process is described with all the details in [22] and references therein.
Averaged quantities of different data sets are combined using weights proportional to the number of turns. The resulting fractional error bar, with 80 hours integration time on hot and 20 on cold source, is shown in figure 6 in a representative case. Extrapolation to plasma measurements gives a signal to noise ratio about 50 times better than the one shown in the figure, which is in fair agreement with estimates obtained with different techniques [6, 23] . Local calibrations have a S/N ratio about 20 dB better than in-vessel ones, because of the attenuation in the long transmission line. The measurements shown in figure 5 were obtained with an integration time of 20 minutes.
dIscussIon
The performance obtained is summarized in table 2, where the relevant quantities are listed.
The instrument is less sensitive than the venerable single channel MPI [25] used at JET since its beginning more than 25 years ago. This is explained by the difference in the input transmission lines and the presence of the output waveguides, whose loss is about 6dB, which are directly subtracted from the signal to noise ratio. Avoiding them would have required either a horizontal-mount dewar or a complete redesign of the instrument, making the spiral rooftop mirror spin horizontally below the detectors.
Another design choice that needs justification is the use of mirrors instead of lenses. The design philosophy has been that of an essentially alignment-free optical system. The use of lenses would have made optical alignment checks a lot easier, but ad-hoc mounts compensating for the relatively large tolerance in lens diameter would have been required and aligned. The use of flat mirrors would have been anyway unavoidable to allow circular waveguides to feed two channels each, and to accommodate five (six) channels within the small diameter of the spinning mirror.
There is no evidence so far for a need of periodic realignment. When the spinning mirror had to be unmounted because of a failure (due to normal wear) of the ball bearing during in-vessel calibration, no realignment was performed, leaving the instrument in a status that was still perfectly compatible with operation, albeit detectably different, as evidenced by an apparent displacement in the water lines. The frequency displacement of the lines is due of course to the increase in optical path along the moving arm of the interferometer, induced by the small misalignment, with respect to the normal almost 40 mm. It is different for the four sectors, showing that the rotation and symmetry axes of the wheel are not perfectly aligned. The path difference is changed up to ≈1.5% as a result of the different trajectories of the shifted and reference beams in the optical system, but the data are perfectly usable, provided that one accounts (once for all) for the effective path variation in generating the frequency axis of the spectra, e.g. using the position of the many absorption lines of water vapour in this frequency range [24] , that are clearly visible in local calibration. Further details are available in [23] .
More statistics with plasma data is required to assess the accuracy limits of the instrument with the recent absolute calibration, but it has offered so far a stable and reliable operation with significant improvements in temporal and spectral resolution with respect to the existing interferometer. The signal to noise ratio could be improved with moderate effort for the most critical channel (radial view, used for temperature measurements) using a 2-3 mirror quasi-optical transmission line instead of the output waveguide.
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